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Test item description ........................ Lithium-lon Battery Pack
DRI E B e T HIBLE
®
Trade Mark .........cccoooiiiniiiicld c GlobTek, Inc..
L ®
Modelltype reference .......................
BL1200F7240401S1PCAN
RS G RS ]
= 11110 [
NS 3.7V, 1200mAh, 4.44Wh
Classification.........ccccceeeeveiiiccivinnnnnnd: Li-ion Battery
Type of Sample.....ccccooviiieeinninld Prismatic
FERTEIR o %
Details information of the battery and the cell built in the battery, as following:
R A FEE B PEARAE B L R 3R
Product Cell Battery
P b i Sl
Model
2 724040 BL1200F7240401S1PCAN
Nominal voltage
B 3.7V 3.7V
Rated capacity 1200mAh 1200mAh
BUERE

Charge method
FEHTTVE

240mA CC(constant current)
charge to 4.2V, then CV (constant
voltage 4.2V) charge till charge
current decline to 12maA.
LA240mATHITT 78 L 224.2V, AR5
A2VIEE R B E RN TET
12mA.

240mA CC(constant current)
charge to 4.2V, then CV (constant
voltage 4.2V) charge till charge
current decline to 12maA.
LA240mATHITT 78 L 224.2V, AR5
AVIEE R ERRNTET
12mA.

Standard discharge
current

NG GEREER

240mA

240mA

Maximum
continuous
charging current

RO HESL 78 WL Ui

1200mA

1200mA

Maximum
continuous
discharge current
S ORIES I LR

1200mA

1200mA

End of discharge
voltage
LA R L

3.0V

3.0v

Dimension

A

39.0*39.0%6.6(mm)

40.7*39.0*6.6(mm)

Weight
HE

20.69

21.79

RYIRZHAGCIRRDBIRAE] | bl : I RERIMELXPHNEEILZFEERETIWREARRI0L, 201, CiF301
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Possible test case verdicts:
s AT REFH B IS5 B AR

Test case does not apply to the test
(o] o] =T ox SRS

Test item does meet the requirement | P(ass)
WD B RS hRAERE R |

Test item does not meet the

. .| F(ail

(=10 0 Tg=T0qT=Y o | PSR

SR 17 S AR B . Z:%*g

MRATH AFFERRERER ...

Testing:

It

Date of sample received................... 9020.05.07

BERBECE I o

Date(s) of performance of test........... 9020.05.07 ~ 2020.05.19

TEHATH B T T

Version Report No. Revision Data Summary
&N £ ScE TR BT HHs RS
Original Version

V1.4 LCS200506022ASA / TE 1 i A

Test conclusion:

KR 458

The Lithium-lon Battery Pack submitted by GlobTek,Inc. are tested according to Section 38.3 of
amendment 1 of the Sixth Revised Edition of the Recommendations on the Transport of Dangerous Goods,
Manual of Test and Criteria( ST/SG/AC.10/11/Rev.6, 38.3/Amendment 1).

HGlobTek Inc XK ERE FRME, KEHKREE (RTERRRYEHAENEREMFET EABTHRE
1E15£38.3 TWREATHIM .

Test result: Pass

s R E
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[ . CONCLUSION %51t

Item Sample Number Standard Conclusion
HH FEfg T P itE gt
Altitude simulation PASS
e AL Section 38.3 of aik
Thermal test amendment lof the PASS
M #4035 Sixth Revised Edition of o
Vibration the Recommendations PASS
S RILREY BO1-B10 on the Transport of N
Shock Dangerous Goods, PASS
Wt qunuglofTestand o
External short it ?Sr!IE?gg/ACiO/lllRev.G PASS
< %EE’TELE% t , 38.3/Amendment 1) Pi?S
prickihrie C01-C10 BB (T Sl 5 e
Overcharge )32 i 1 BB R B SAGS
b7 HL R B11-B18 FRMET) S AT IR g
Forced discharge 7 C30 f21E1%538.3 71 PASS
558 1) T aig

Notes#i:

The conditions of the battery of sample No. BO1 to BO5, B11-B14 are at first cycle, in fully charged state;

Ff 2 5 B01-B05, B11-BLARARAS 5 — M52 B 7t i o8 i ) 301 5 4 78 PR 1 P ;

The conditions of the cells of sample No. C01 to CO05 are at first cycle at 50% of the design rated capacity, in fully
charged state;

FE i g 5 CO1-COSPRPIR A 9 55 — AN 28 5 78 FELTBCAR A 91 5 4 70 RS FL S 28 B B 1ML (1 5096 11 RS

The conditions of the cells of sample No. C06 to C10 are after 25 cycles at 50% of the design rated capacity, in
fully charged state;

2 5 COB-CLOMPIRAS 9 55 = AN B 7 s vl JA) 301 5 4 78 RS FRLES 2 B BT I 5006 1 LA

The conditions of the battery of sample No.B06 to B10, B15 to B18 are after 25 cycles, in fully charged state;
% 5 B06-B10, B15-BL8IFIARAS 7L — - /N5 B 7 it s it ) 1 46 RS 56 4 78 FEUIRAS 1 Fi v

The conditions of the cells of sample No.C11 to C20 are at first cycle, in fully discharged state;

FE g 5 C11-C20MPIR A 9 56 — AN 22 5 78 PO A U1 5 A T AR AS 1) RS

The conditions of the cells of sample No.C21 to C30 are after 25 cycles ending in fully discharged state.

R b2 5 C21-C30MPIR A 9 7E = AN 3 B 78 8 ri JA U1 46 AR 58 2B LIRS 10 R

Elza3m] | wocnensnERag | RERITERR L FESETWEAMFLL, 201, G301
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II. MAIN TEST EQUIPMENT = ZiliR % %

Instrument Name 1 2% 4 #i

Battery charge tester Fith 78 i 01X

Battery low press tester 7= %S LRI A

Rapid temperature rise tester L35 25115511,

Vibration tester #kzI%&

Vertical shock Tester T &

Battery external short-circuit tester Hi %7 2 iK1

DC source Eiifa & HLIF

Battery crush tester Hijti#r EiREEAL

Scales K

Digital multimeter /3 FH#

Temperature recorder & 10 1%

Free fall tester By IGHL1

Temp.& Humi. Meter; 53 &1+

Shenzhen LCS Compliance Testing Laboratory Ltd. |Add: Room 101, 201, Building A and Room 301, Building C, Juji
Industrial Park, Yabianxueziwei, Shajing Street, Bao'an District, Shenzhen, Guangdong, China |Tel : +(86) 0755-8259 1330|
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[II. TEST METHOD AND DATA R 5 v fi 2

Tests T.1to T.5 shall be conducted in sequence on the same cell or battery. Tests T.6 and T.8 shall be
conducted using not otherwise tested cells or batteries. Test T.7 may be conducted using undamaged batteries
previously used in tests T.1 to T.5 for purposes of testing on cycled batteries.

Cells and batteries meet this requirement if there is no leakage, no venting, no disassembly, no rupture and
no fire and if the open circuit voltage of each test cell or battery after testing is not less than90% of its voltage
immediately prior to this procedure. The requirement relating to voltage is not applicable to test cells and batteries
at fully discharged states.

/NI Rt F b ZE 0 T I AT IR G TLE TS IS TORI T8N A ARG iy b sl yth 4H . AREG T 777 LA A
JRPAE RIS T LTS Al o (AR IR (0 r s ZH R 47, DB 358 5 7 RO ) L Tt A

BORHM A AH TSR GRS oA oA K B AR fth Bl A i 2 A 1R S R L R AN N T
HAEHATIX — T R 90% . A7 5% L He SR ANTE FH T 58 4 JECER A 1) H AT F s 28

In order to quantify the mass loss, the following procedure is provided.

mass loss= (M;—M,) /M;X100%

WhereM;is the mass before the test andM.,is the mass after the test, when mass loss does not exceed the

values in Table below, it shall be considered as “no mass loss”.

JiEE AR RAR B T 5

=
fn

AR = (M;—M,) /M; X100%
AFMERIEFTHIFE, M2iiEENRE. WWREFRANHEE TRIZIEE, BN “TRERK .

Mass M of cell or battery Mass lost limited
HA b B L I 2H 5 M Ji AR PRAE
M<lg 0.5%
1g<M<75¢g 0.2%
M>75g 0.1%

Elza3m] | wocnensnERag | RERITERR L FESETWEAMFLL, 201, G301
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Test T1: Altitude simulation & E#E#L

Test procedure R :

Test cells and batteries shall be stored at a pressure of 11.6 kPa or less for at least six hours at ambient
temperature (20 + 5 °C). i3 HFE i 7E E IR KT 11.6kPaflii fE20°C £ 5°CHIMEE AR D6/

Requirement ZEK:

Cells and batteries meet this requirement if there is no leakage, no venting, no disassembly, no rupture and no
fire and if the open circuit voltage of each test cell or battery after testing is not less than 90% of its voltage
immediately prior to this procedure.

BORFEM TG TR oA TR LA K, BARE a6 5 T B H s REAMIS 1058 /T T 6 H R 90 % o

Data#{#E:

No. Pre-testill i i After testill i J5 Mais IDoss Voltageuloss Verdict#
o2 Mass(g) | Voltage(V) | Mass(g) | Voltage(V) | Bk CERPS CHlE#)

JfiE(Q) H 1 (V) () i (V) (%) (%)

BO1 21.620 4.18 21.620 4.18 0.000 0.00 PASS/&#%
B02 21.676 4.17 21.676 4.16 0.000 0.24 PASS/&#%
B03 21.643 4.17 21.642 4.17 0.005 0.00 PASS/&#%
B04 21.652 4.18 21.652 4.18 0.000 0.00 PASS/&#%
BO5 21.669 4.18 21.668 4.18 0.005 0.00 PASS/ &%
B06 21.671 4.17 21.670 4.16 0.005 0.24 PASS/&#%
BO7 21.663 4.18 21.663 4.17 0.000 0.24 PASS/ &%
BOS 21.650 417 21.650 4.17 0.000 0.00 PASS/& 1%
B09 21.654 4.18 21.654 4.18 0.000 0.00 PASS/& 1%
B10 21.672 4.18 21.672 4.18 0.000 0.00 PASS/&#%

#: No leakage, No venting,No disassembly No rupture and no fire

#: TR oA TR, TR TEE KI5

Test T.2: Thermal test i ik

Test procedure JURFER:

Test cells and batteries are to be stored for at least six hours at a test temperature equal to72 + 2 °C, followed
by storage for at least six hours at a test temperature equal to - 40 £ 2 °C. The maximum time interval between test
temperature extremes is 30 minutes. This procedure is to be repeated until 10 total cycles are complete, after
which all test cells and batteries are to be stored for 24 hours at ambient temperature (20 £ 5 °C). For large cells
and batteries the duration of exposure to the test temperature extremes should be at least 12 hours.

BIAE S RIR IR 5 T-72°C £2°C MAFTE D6/, AREAE IR S T-40°C £2°C R E D6/ . A
W i s P55 22 T %) B RIS ] [R] B 930 73 b o X — i 2 510K, 56 1 P FE M AE B BRI £ 20°C £5°C R #2447
o X T RSB AN IR ZE, 2885 T Wk 190 Tt 1) I ) 2820 R 12/

Requirement ZExR

Cells and batteries meet this requirement if there is no leakage, no venting, no disassembly, no rupture and no
fire and if the open circuit voltage of each test cell or battery after testing is not less than 90% of its voltage
immediately prior to this procedure.

BORFEM TGN o JofiA . TR LR ToEE K, B b ial56 Jo O i H L B AR 1058 AT T 6 HL R 90 % o

Elza3m] | wocnensnERag | RERITERR L FESETWEAMFLL, 201, G301
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Data$#i:

No. Pre-testil X i After testill i 5 Mais IDoss Voltageuloss Verdict#
4z | Mass(g) | Voltage(V) | Mass(g) | Voltage(V) AR CER PN ChlE#)
Jii & (g) L (V) JFi () BT (V) (%) (%)

BO1 21.620 4.18 21.610 4.15 0.046 0.72 PASS/ &%
B02 21.676 4.16 21.656 4.13 0.092 0.72 PASS/ &%
B03 21.642 4.17 21.628 4.15 0.065 0.48 PASS/& %
B0O4 21.652 4.18 21.636 4.14 0.074 0.96 PASS/ &%
B0O5 21.668 4.18 21.647 4.14 0.097 0.96 PASS/ &%
B0O6 21.670 4.16 21.655 4.13 0.069 0.72 PASS/& 1%
BO7 21.663 4.17 21.648 4.15 0.069 0.48 PASS/ &%
B0O8 21.650 4.17 21.641 4.13 0.042 0.96 PASS/ &%
B09 21.654 4.18 21.640 4.14 0.065 0.96 PASS/ &%
B10 21.672 4.18 21.658 4.15 0.065 0.72 PASS/ &%

#: No leakage, No venting,No disassembly No rupture and no fire

#: TR TolR O TR e KIS

Test T.3: Vibration #Z3}j

Test proceduredlliXf2 5

1. Cells and batteries are firmly secured to the platform of the vibration machine /£ 2E [F s 222 fEIREh & (1)
&) k.

2. The vibration:a sinusoidal waveform with a logarithmic sweep between 7Hz and 200Hz and back to 7Hz
traversed in 15 minutes/#Rz) LA IESZIETE I, PR MMZE N THZIE N %2 200Hz, 285 FRIBI7HZ, — MG S5
VIR

3. the logarithmic frequency sweep is as follows: from 7 Hz a peak acceleration of 1 gn is maintained until 18
Hz is reached, The amplitude is then maintained at 0,8mm (1,6 mm total excursion) and the frequency increased
until a peak acceleration of 8 gn occurs (approximately 50Hz), A peak acceleration of 8 gn is then maintained until
the frequency is increased to 200 Hz/X #3454 N7 #2546 TR FFLgn BISOINEE FE B RIM% R 18 #f2%, SREHR
TRORFFED.8 2K (SMRF21.6 ZoK) FFHG IR B 3 e Kk 2k 38gn (JRF L1950 2L , W fe K hmisk FZ O
7E8gN FELEMA LY N F]200 #1724 .

4. This cycle repeated 12 times for a total of 3 hours for each of three mutually perpendicular mounting
position of the cell /&M i N =A FEARTE B J7 1) EAEFA12 Ik, F£3 N/,

Requirement 3R

Cells and batteries meet this requirement if there is no leakage, no venting, no disassembly, no rupture and no
fire during the test and after the test and if the open circuit voltage of each test cell or battery directly after testing in
its third perpendicular mounting position is not less than 90% of its voltage immediately prior to this procedure.
BORFER ORI JOIRA S JOMR . JemZR AT K, AR il 56 J5 T % FEL S R AMIS T30 /i T 2% Fi A 1190 % .

Elza3m] | wocnensnERag | RERITERR L FESETWEAMFLL, 201, G301

% | Shenzhen LCS Compliance Testing Laboratory Ltd. |Add: Room 101, 201, Building A and Room 301, Building C, Juji
L Industrial Park, Yabianxueziwei, Shajing Street, Bao'an District, Shenzhen, Guangdong, China |Tel : +(86) 0755-8259 1330|
E Fax : +(86) 0755-8259 1332 | E-mail : webmaster@Ics-cert.com | http:// www.lcs-cert.com




REPORT NO.: LCS200506022ASA Page 10 of 19

Data%{#:
No. Pre-testil X i After testill i 5 Mais IDoss Voltageuloss Verdict#
4z | Mass(g) | Voltage(V) | Mass(g) | Voltage(V) AR CER PN ChlE#)
Ji & (g) L (V) JFi () BT (V) (%) (%)

BO1 21.610 4.15 21.609 4.15 0.005 0.00 PASS/ &%
B02 21.656 4.13 21.656 4.13 0.000 0.00 PASS/& 1%
B03 21.628 4.15 21.628 4.14 0.000 0.24 PASS/& %
B0O4 21.636 4.14 21.635 4.14 0.005 0.00 PASS/ &%
BO5 21.647 4.14 21.647 4.13 0.000 0.24 PASS/ &%
BO6 21.655 4.13 21.654 4.12 0.005 0.24 PASS/ &%
BO7 21.648 4.15 21.648 4.15 0.000 0.00 PASS/ &%
B08 21.641 4.13 21.641 4.13 0.000 0.00 PASS/ &%
B09 21.640 4.14 21.640 4.14 0.000 0.00 PASS/ &%
B10 21.658 4.15 21.657 4.14 0.005 0.24 PASS/ &%

#: No leakage, No venting,No disassembly No rupture and no fire

#: TR TolR O TR e KIS

Test T4: Shock 37

Test procedureJlliREFF:

1. Test cells and batteries shall be secured to the testing machine by means of a rigid mount which will support
all mounting surfaces of each test battery.

2. Each cell or battery shall be subjected to a half sine shock of peak acceleration of 150gn and pulse duration
of 6 milliseconds. Alternatively, large cells and large batteries may be subjected to a half-sine shock of peak
acceleration of 50gn and pulse duration of 11 milliseconds.

3. Each cell or battery shall be subjected to a half-sine shock of peak acceleration depending on the mass of
the battery. The pulse duration shall be 6 milliseconds for small batteries and 11 milliseconds for large batteries.
The formulas below are provided to calculate the appropriate minimum peak accelerations

ARG ] PR FE 28 (] 5 AF B AR A I 2 e R 10 o X REAS FIRE il DU (B 9 150gn (9 IESX s s, ikohir2ke =
Fb, R FEH RN R 2 Fi i 2H 2048 52 d RIS E50gn KRR ) () 11 Z2 A0 )~ IEsZ e b o AN i U 4 SZ AR
FLJpt S AR I BE (R IE SRR i o /N PV K b 4R SR I [ B D 6 2P0 g IR 25 8 LV Bk p R 2 I (8] R 112240 . R T
(0 23 BT SRR L f N AR NI B, AN A BAE = A BRI B RE 2 e 07 A i IETT M 22 = iRkdy, BB fEIRTT
25 = ki, SILEz18ad .

Battery Minimum peak acceleration Pulse duration

150 g, or result of formula

. . _ |[100850
Small batteries Acceleration(gn) = (K) 6 ms
whichever is smaller
50 g, or result of formula
Large batteries Acceleration(g,) = (3000‘3) 11 ms
mass

whichever is smaller

RYIRZHAGCIRRDBIRAE] | bl : I RERIMELXPHNEEILZFEERETIWREARRI0L, 201, CiF301
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Requirement K.

Cells and batteries meet this requirement if there is no leakage, no venting, no disassembly, no rupture and no
fire and if the open circuit voltage of each test cell or battery after testing is not less than 90% of its voltage
immediately prior to this procedure.

FORFEM IR ol oA, JEBER UL K, BLRR A6 5 T i o AN iR B6 T  # HLE 1990 %

Data#i#E:
No. Pre-testill i Hi After testll i 5 Mais IDoss Voltageuloss Verdicts
4z | Mass(g) | Voltage(V) | Mass(g) | Voltage(V) AR CER PN CHlE#)
Ji 5 (g) HLE (V) Ji #(9) (V) (%) (%)

BO1 21.609 4.15 21.609 4.15 0.000 0.00 PASS/ &%
BO2 21.656 4.13 21.656 4.12 0.000 0.24 PASS/ &%
BO3 21.628 4.14 21.628 4.14 0.000 0.00 PASS/ &%
B04 21.635 4.14 21.635 4.14 0.000 0.00 PASS/& 1%
B05 21.647 4.13 21.646 4.13 0.005 0.00 PASS/&#%
B06 21.654 4.12 21.653 4.12 0.005 0.00 PASS/&#%
BO7 21.648 4.15 21.647 4.14 0.005 0.24 PASS/&#%
B0O8 21.641 4.13 21.641 4.13 0.000 0.00 PASS/&#%
B09 21.640 4.14 21.640 4.14 0.000 0.00 PASS/&#%
B10 21.657 4.14 21.657 4.13 0.000 0.24 PASS/&#%

#: No leakage, No venting,No disassembly No rupture and no fire

#: TR ol O, TR TEE KI5

Test T.5: External short circuit #M&E$MliR

Test method & J5 ¥

The cell or battery to be tested shall be heated for a period of time necessary to reach a homogeneous
stabilized temperature of 57 + 4 °C, measured on the external case. This period of time depends on the size and
design of the cell or battery and should be assessed and documented. If this assessment is not feasible, the
exposure time shall be at least 6 hours for small cells and small batteries, and 12 hours for large cells and large
batteries. Then the cell or battery at 57 + 4 °C shall be subjected to one short circuit condition with a total external
resistance of less than 0.1 ohm.

DA S A 5T BE IR BIE TR 57 £ 4 °C J5, FRHEATAMERLES . JR 0 I ) I e T8 1 RO A e, JERR BT
AL SRR AVEAG TR EEAT, A8 /)N FERI )N i Y RS N 8] 2270 6 /NN, DR FELERI R R b R B I ] 2220 12 /)
o SRJEREMAE BT+4 CIER T 452 — NFEAE /DN T 0.1Q HIHM S L BR AT K -

This short circuit condition is continued for at least one hour after the cell or battery external case temperature

has returned to 57 £ 4 °C, or in the case of the large batteries, has decreased by half of the maximum temperature
increase observed during the test and remains below that value.

P E B 57+4°C 2 5 FLH I ) T3 RS2 1 /NN, R e Jo B 2 P ) e IR T — R BRI T 57+4°C .

Requirement X

Cells and batteries meet this requirement if their external temperature does not exceed 170 °C and there is no
disassembly, no rupture and no fire during the test and within six hours after the test.

FORFEANRITE AL 170°C, Hiulls a6 N NG, TR, oK.
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DataZis:

No. Peak temperature(C) No disassembly, No rupture and no fire
TS d e B oAk TCRER AN TEEE K
BO1 57.4 PASS/&#%

B02 57.5 PASS/&#%

B03 57.6 PASS/& 1%

B04 57.3 PASS/& 1%

B05 57.8 PASS/& 1%

B06 57.2 PASS/&#%

BO7 57.4 PASS/& 1%

B08 57.6 PASS/&#

B09 57.9 PASS/ &1

B10 57.2 PASS/& 1

Test T.6: Impact (applicable to cylindrical cells not less than 18 mm in diameter) / Crush (applicable to
prismatic, pouch, coin/button cells and cylindrical cells less than 18 mm in diameter)#&#H(EH TELA/NT
18 ZEK M [EAL T st )/ B R GE I TARAETE . 4838, B/ A0 s B2/ T 18 2K B AT faith)

Test procedure WIRFEF— ImpactiF ;-

The sample cell or component cell is to be placed on a flat smooth surface. A 15.8 mm = 0.1mm diameter, at
least 6 cm long, or the longest dimension of the cell, whichever is greater, Type 316 stainless steel bar is to be
placed across the Centre of the sample. A 9.1 kg + 0.1 kg mass is to be dropped from a height of 61 + 2.5 cm at
the intersection of the bar and sample in a controlled manner using a near frictionless, vertical sliding track or
channel with minimal drag on the falling mass. The vertical track or channel used to guide the falling mass shall be
oriented 90 degrees from the horizontal supporting surface.

The test sample is to be impacted with its longitudinal axis parallel to the flat surface and perpendicular to the
longitudinal axis of the 15.8 mm + 0.1mm diameter curved surface lying across the Centre of the test sample. Each
sample is to be subjected to only a single impact.

BARIERE S BE e P 1 by AR EA D T 7em 316 BUAVE A B CAE R PO 5, K — B89, 1kg
1A N61+2.5em H s BEV& [ RE o Ar Il VB Ol 5P AT, SRURHE AP O EAR15.820.1 2K E iR
TN B BRI R 52—k fidi .

Test ProcedureflliAFEF— Crush$i /&

A cell or component cell is to be crushed between two flat surfaces. The crushing is to be gradual with a speed
of approximately 1.5 cm/s at the first point of contact. The crushing is to be continued until the first of the three
options below is reached.

(a) The applied force reaches 13 KN £ 0.78 KN;

Example: The force shall be applied by a hydraulic ram with a 32 mm diameter piston until a pressure of 17
MPa is reached on the hydraulic ram.

(b) The voltage of the cell drops by at least 100 mV; or

(c) The cell is deformed by 50% or more of its original thickness.

Once the maximum pressure has been obtained, the voltage drops by 100 mV or more, or the cell is
deformed by at least 50% of its original thickness, the pressure shall be released.

A prismatic or pouch cell shall be crushed by applying the force to the widest side. A button/coin cell shall be
crushed by applying the force on its flat surfaces. For cylindrical cells, the crush force shall be applied

Shenzhen LCS Compliance Testing Laboratory Ltd. |Add: Room 101, 201, Building A and Room 301, Building C, Juji
Industrial Park, Yabianxueziwei, Shajing Street, Bao'an District, Shenzhen, Guangdong, China |Tel : +(86) 0755-8259 1330|
E- Fax : +(86) 0755-8259 1332 | E-mail : webmaster@Ics-cert.com | http:// www.lcs-cert.com

E%@ ST EIRAT | Mt F R SRR PR TWEARLOL, 201, CH301
{S -




REPORT NO.: LCS200506022ASA Page 13 of 19

perpendicular to the longitudinal axis.
KRR BAE AP I Z A5 R, $EE I EEWTINR, (E5 — il al_ERpdE B R 2 AL K/AD . HF R Rt
17, BREHMBLLLN =SR2 —:
(a) it ) 77 &5 FJ13KN+ 0.78KN;
(D) FE i 1 H T B 22 /0 100224K
(C)FE M AR T IR 4R 5 (150% 8 LA _F .
B AL T AR o ot L N B 0 1) — Tt [, 0/ T T ot S A PR R T e s, B A TR AR i S A5 0 i 2 L)
JrlE s . B RE % — kT .
Requirement ZEX:
Cells and component cells meet this requirement if their external temperature does not exceed 170 °C and
there is no disassembly and no fire during the test and within six hours after this test.

FORFE R sy R IR AT 170°C,  Hstle 5 61>/ 22 B dh oA A TS

Data$iE (Crush BJE) :

No. Peak temperature(C) No disassembly, No fire
ETAE) I el N W .4
Cco1 24.5 PASS/ &%
C02 24.6 PASS/ &k
Co3 24.8 PASS/ &%
C04 24.2 PASS/ &t
C05 24.7 PASS/ &t
C06 24.5 PASS/& %
co7 24.3 PASS/& %
Co8 24.5 PASS/ &1
C09 24.8 PASS/ &1
C10 24.9 PASS/ &t

Test T.7: Overcharge X7
Test procedure WRFEFF:
The charge current shall be twice the manufacturer's recommended maximum continuous charge current. The
minimum voltage of the test shall be as follows:
(a) when the manufacturer's recommended charge voltage is not more than 18V, the minimum voltage of the
test shall be the lesser of two times the maximum charge voltage of the battery or 22V.
(b)when the manufacturer's recommended charge voltage is more than 18V, the minimum voltage of the test
shall be 1.2 times the maximum charge voltage.
Tests are to be conducted at ambient temperature. The duration of the test shall be 24 hours.
A2 5 fil3d | A i R4 2 8 AR R e FE ARk /) L R
(@)W ) ZHERE 78 F AL S AN 18V, A ) fe /) 78 i LS /N T A B ) SRbR R e K 78 H HL s B 2 22V
(D) URER | SXHER ¥ 78 HL L R AL 18V, AR 1 B5e /N 78 IS V1% 1.2 A5 ) 50 5 fie K 78 HEL HEL T 2025 °C IR A S5 52
T, KU F24 N

Elza3m] | wocnensnERag | RERITERR L FESETWEAMFLL, 201, G301
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Requirement ZE3K:

Rechargeable batteries meet this requirement if there is no disassembly and no fire during the test and within
seven days after the test.

FORFE A AE S AR S5 7 RN AR TS K

Data#i#E:

No. No disassembly, No fire
ETRS) ToffiR. otk
B11 PASS/ &%
B12 PASS/ &%
B13 PASS/&#
B14 PASS/ &%
B15 PASS/&H%
B16 PASS/ &%
B17 PASS/ &%
B18 PASS/ &%

Test T.8: Forced discharge (for cell)3& |

Test procedurefliXfEfF:

Each cell shall be forced discharged at ambient temperature by connecting it in series with a 12V D.C. power
supply at an initial current equal to the maximum discharge current specified by the manufacturer.

The specified discharge current is to be obtained by connecting a resistive load of the appropriate size and
rating in series with the test cell. Each cell shall be forced discharged for a time interval (in hours) equal to its rated
capacity divided by the initial test current (in ampere).

205 CIIAEGIRE T, KR ERAEL2V K ER F R B AT am b, B RS s MR B R i A 46
& R 45 8 B B R R

X8 T8 R TCE PRI D) 5 SRR ot R DK — N VT TC PR B, IS ot P 2 ) TS P P T &5 T 30 2 e ok AW 2R 1)
N7 MR

RequirementZER

Primary or rechargeable cells meet this requirement if there is no disassembly and no fire during the test and
within seven days after the test.

FORPE S AL T AR5 7 R N AR RITE K
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Datais:

No. No disassembly and no fire
i R=S ToffiR . Tk K
Cc11 PASS/ &%
C12 PASS/ & 1%
C13 PASS/ & 1%
Cl4 PASS/ &%
C15 PASS/ &%
C16 PASS/ &
C17 PASS/ & 1%
C18 PASS/ & 1%
C19 PASS/ &%
C20 PASS/ &%
c21 PASS/ & 1%
C22 PASS/ & 1%
c23 PASS/ & 1%
C24 PASS/ &%
C25 PASS/ & 1%
C26 PASS/ & 1%
c27 PASS/ & 1%
Cc28 PASS/ &%
C29 PASS/ &%
C30 PASS/ &%
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[V. THE PHOTO OF SAMPLE #£ 5 & Fr
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Figure 2

Shenzhen LCS Compliance Testing Laboratory Ltd. |Add: Room 101, 201, Building A and Room 301, Building C, Juji
Industrial Park, Yabianxueziwei, Shajing Street, Bao'an District, Shenzhen, Guangdong, China |Tel : +(86) 0755-8259 1330|

EIZAAE | icomiemmeamam | it : RERIbERED FHSEELS FESETWEAMRLOL 201, C301
@ [
. Fax : +(86) 0755-8259 1332 | E-mail : webmaster@Ics-cert.com | http:// www.lcs-cert.com




REPORT NO.: LCS200506022ASA Page 17 of 19

Figure 3

Figure 4
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Figure 5
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a1
Important Notice

1. The test report is invalid without the official stamp of LCS.
AR HTLCSH H IR

2. The test report is invalid without the signatures of Ratifier, Reviewer and Testing engineer.
KA BEAAEN L RN R ER AL TR

3. Nobody is allowed to partly photocopy this test report without written permission of LCS.
RLCSHimFER, AT HARE 5.

4. The report is invalid when anything of following happens — illegal transfer, reproduce,

embezzlement, imposture, modification or tampering in any media form.
MELE, Zhl. B B R SR SRR XS Rk & H o k.
5. Product information and customer information provided by the applicant, we are not

responsible for its authenticity.
PR RS AR P E S S AR B, BATA H RS 1t
6. The test report is valid for the tested samples only.
AR A AR AR P AR AT R
7. The Chinese contents in this report are only for reference.
AR I A BN AES
8. Objections to the test report must be submitted to LCS within 15 days.

SRS FE A AU BRI S 2 HEIS RN A AR .

***End of report***
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