
Test Report
Certificate No.: R/C:

Issued Date:

The device, as described herewith, was tested pursuant to applicable test procedure and complies with the 
requirements of:

The test results are traceable to the international or national standards.

Applicant:

EUT Name:

Model number:

Listed Model(s):

Laboratory:           Shenzhen Huatongwei International Inspection Co., Ltd. 
  
                                   Keji Nan No.12 Road, Hi-tech Park, Shenzhen, China  
                                   Tel: 86-755-26748078          Fax: 86-755-26748089  
                                   Http: //www.szhtw.com.cn    E-mail: cs@szhtw.com.cn

Note: 
  
The certification is only valid for the equipment and configuration described ,in conjunction with the test data 
detailed above.

Authorized by:

Manufacturer:

For and on behalf of 
Shenzhen Huatongwei International Inspection Co.,Ltd.

CTS12070230 57285

Sep 11, 2012

IEC 60601-1: 2007 
Medical electrical equipment 

Part 1: General requirements for basic safety and essential performance

KIRCHNER & WILHELM GmbH + Co. KG

Halogen medical practice light
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