Intertek Testing Services Ltd., Shanghai,
| nte rtek Building No.86, 1198 Qinzhou Road (North),
Caohejing Development Zone,
Shanghai 200233, China
Tel:86 21 6127 8200 Fax:86 21 6495 6263

Test Verification of Conformity

On the basis of the referenced test report(s), the sample(s) of the below product has been found to
comply with the relevant harmonized standard(s) to the directive(s) listed on this verification at the
time the tests were carried out.

The manufacturer may indicate compliance to said directive(s) by signing a DoC himself and
applying the CE-marking to products identical to the tested sample(s). In addition, the manufacturer
shall file and keep the documentation according te the rules of the applicable directive(s) and shall
consider changes of the standard(s) if relevant. Additional requirements may be applicable such as
additional directives or local laws.

Applicant Name & Address :  GlobTek, Inc.
186 Veterans Dr. Northvale, NJ 07647 USA

Manufacturing site Name & :  GlobTek (Suzhou) Co., Ltd
Address Building 4, No. 76, Jin Ling East Rd., Suzhou Industrial Park,
Suzhou, JiangSu 215021, China

Product(s) Tested :  Medical Power Supply

Ratings and principal .  Input: 100-240V~, 50-60Hz, 2.0A;
characteristics Output: see annex

Model(s) 1 GT*43004P-***-** (see annex for details)
Brand name : GlobTek

Relevant Standard(s) / :  EN60601-1-2: 2007

Specification(s) / Directive(s) the medical directive (93/42/EEC)

Verification Issuing Office Name :  Intertek Testing Services Shanghai

& Address Building No.86, 1198 Qinzhou Road (North), Shanghai
200233, China

Verification Number . 130300588SHA-V1

Report Number(s) ¢ 130300588SHA-001

NOTE 1: This verification is part of the full test report(s) and should be read in conjunction with it.

This Verification is for the exclusive use of Intertek’s Client and is provided pursuant to the agreement between Intertek and its Client. Intertek’s responsibility
and liability are limited to the terms and conditions of the agreement. Intertek assumes no liability to any party, other than to the Client in accordance with the
agreeament, for any loss, expense or damage occasioned by the use of this Verification. Only the Client is authorized to copy or distribute this Verification.
Any use of the Intertek name or one of its marks for the sale or advertisement of the tested material, product or service must first be approved in writing by
Intertek. The observations and test results referenced from this Verification are relevant only to the sample tested. This Verification by itseif does not imply
that the material, product, or service is or has ever been under an Intertek certification program.

Da

Signature

Name: Justin Yu
Position: Manager
Date: 2013-06-14
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Intertek Testing Services Ltd., Shanghai,
Building No.86, 1198 Qinzhou Road (North),

Caohejing Development Zone,

Shanghai 200233, China
Tel: 86 21 6127 8200 Fax: 86 21 6495 6263

Annex to Test Verification of Conformity

This is an Annex to Test Verification of Conformity with 130300588SHA-V4. The issuing office is
Intertek Testing Services Shanghai Building No.86, 1198 Qinzhou Road (North), Shanghai 200233,

China

Models and rating list

Model Rated output voltage | Max, rated output Max. rated output S e
range current power

GT*43004P-*8.9*-** 5-8.9Vdc 10A 90W XF00828

GT*43004P-*16*-** 9-16Vdc 10A 90W XF00870

GT*43004P-*24*-** 16.1-24Vde 745A 120W XF00849

GT*43004P-*35%-%* 24.1-35Vde 5A 120W XF00854

GT*43004P-*48*-** 35.1-48Vde 342A 120W XF00830

NOTE: This annex is part of the Test Verification of Conformity and should be read in conjunction with it.

This Verification is for the exclusive use of Intertek's Client and is provided pursuant to the agreement between Intertek and its Client. Intertek's responsibility
and liability are limited to the terms and conditions of the agreement. Intertek assumes no liability to any party, other than to the Client in accordance with the
agreement, for any loss, expense or damage occasioned by the use of this Verification. Only the Client is authorized to copy or distribute this Verification.
Any use of the Intertek name or one of its marks for the sale or advertisement of the tested material, product or service must first be approved in writing by
Intertek. The observations and test results referenced from this Verification are relevant only to the sampie tested. This Verification by itself does not imply
that the material, product, or service is or has ever been under an Intertek certification program.
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Signature

Name: Justin Yu
Position: Manager
Date: 2013-06-14
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